A foot-pedal controlled valve for intraocular irrigation.
A solely mechanical foot-pedal operated valve for control of intraocular irrigation provided independence from an assistant and allowed accurate adjustment of flow. It was particularly useful during cataract aspiration, vitreous cutting, and intraocular lens implantation.